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Abstract: The KY-038 sensor module is designed using Arduino UNO and LabView to allow human pulses.
The experiment was carried out by making a design consisting of the KY-038 sensor module, Arduino UNO, and
LabView on a computer. LabView software is used to display pulse wave patterns. Measurement of the pulse
will involve human objects with variations 3 namely relax (sit), sit, and after running in place. The experimental
results show that the different activities affect the voltage released on a chart that has a rating of 3-3.5 V. The
more activities that are carried out before retrieving the pulse data, the greater the voltage that is read on the
LabView results graph. After running in place, the value of the voltage and pulse are 3.5 V and 97 beats per
minute, respectively.
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I. INTRODUCTION
Sensor measurements will convert the data received into a
signal or visual display so that it can be interpreted by other
electronic devices [1]. One of the sensors that will be used in
this experiment is the KY-038 sensor. The sensor allows to
detect human pulse in real-time. Heart is a vital organ that is
very important in human life. A heart rate/pulse chart pattern
can provide information on the state of the heart as well as the
speed of the heart’s impulses. A person’s health condition can
be known by looking at heart rate patterns [2].
Heart pulse measurements can be observed at various
points. One of the best points is on the part of the body that
has a radial artery. Blood pressure in this artery can be felt up
to 30-38 mmHg and pulse pressure up to 5 mmHg [3]. Several
previous studies have reported pulse sensors as a heart beat de-
tector [4,5]. This sensor works by firing light into human skin,
when the heart drains blood in the arteries, the light intensity
that is received by the detector becomes smaller. However,
this sensor has the disadvantage that the measurement is eas-
ily disturbed by outside light such as sunlight or lamp. There-
fore, in this study, the KY-038 sensor is used to detect human
heart beat. The sensor works using the sound wave principle
so that it can be used well in bright or dark conditions.
KY-038 sensor is used to detect low-frequency signals and
then displayed as pulse wave patterns on LabView. KY-038
sensor works based on the size of the sound wave strength on
the sensor membrane to produce electrical quantities. One
component included in this sensor is the condenser micro-
phone or mic [1]. The KY-038 sensor module circuit has 3
main components, namely the sensor unit, amplifier, and com-
TABLE I: Specifications of Arduino Uno [7].
Microcontroller Atmega328
Operating Voltage 5V
Input Voltage (Recommended) 7-12V
Input Voltage (limits) 6-20V
Digital I/O pins 14 (6 PWM)
Analog Input Pins 6
DC Current per I/O Pin 40mA
DC Current for 3,3V pin 50mA
Flash Memory 32KB which 0.5KB
used by bootloader
SRAM 2KB
EEPROM 1KB
Clock Speed 16 MHz
parator. The sensor unit is located on the front of the mod-
ule in the form of a condenser mic to detect the sound signal
and send it to the second unit. The function of amplifier is
to strengthen the signal received by the sensor unit and sends
the signal to the analog output section of the sensor module.
The sensitivity level of the sensor depends on the value of the
adjustable potentiometer. The function of comparator is to
compare the output of the second unit and a reference signal,
then send it to the digital output section. There is an LED in-
dicator if the signal drops below a certain specific value [6].
Arduino UNO has specifications as shown in Table I [7].
LabView (Laboratory Virtual Instrumentation Engineering
Workbench) is a software used to design and program an in-
strumentation system with a visual programming language
from National Instruments. LabView is also called Virtual In-
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FIG. 1: Block diagram of working principle of sensor KY-038.
(a) Sensor module (b) Set-up experiment
FIG. 2: (a) KY-038 sensor module and (b) Set-up experiment module.
struments (VIs). Each Virtual Instrument has 3 components,
namely block diagrams, front panels, and connector panels.
Block diagrams are panels that are used to arrange programs.
The front panel displays the results of programs that have been
written on the block diagram, and the connector panel is used
to represent virtual instruments in a block diagram [8].
II. METHODOLOGY
Arduino UNO, Breadboard, male-female and male-male
jumper cables, LabView software are used to developed the
system in this research. The block diagram of sensor works
can be seen in Fig.1. The schematic experiment module can
be seen in Fig. 2 which was created using fritzing software.
The success of the experiment scheme is marked by LEDs
on Arduino and the sensor module that will light up. Other
indicators can also be installed on the breadboard LED lights
as an indicator if the system is functioning properly. The re-
sults of the pulse will be displayed in the form of a pulse wave
pattern in the LabView software. The experimental method is
illustrated by the flow chart in Fig. 3.
Figure 3 shows the flow of research carried out. Making the
system and making the program on Arduino and LabView is
done in stages to find out if there is an error in the program.
In the testing phase, if the system is running it will continue
to the data retrieval stage, but if there are still errors it will be
checked on the hardware circuit and the program created.
FIG. 3: Research flow chart.
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FIG. 4: Block diagram of LabView.
(a) lying down
(b) sitting
(c) after running in place
FIG. 5: LabView results in detecting a pulse when (a). lying
down, (b). sitting, and (c). after running in place.
III. RESULTS AND DISCUSSION
The graph of relationship between voltage and time that is
presented in LabView software is obtained from the experi-
ment. Fig. 4 shows the block diagram of LabView that can
FIG. 6: Maximum voltage when on the activities.
be saved and modified as required in the research. LabView
block diagrams can convert analog to digital signals, and vice
versa from digital to analog. If the system on LabVIEW has
not been successful the indicator is on the graph generated
from the pulse waveform at the time of measurement. Data
collection was performed on healthy men aged 29 years. Volt-
age data retrieval in 3 conditions, namely (1) lying down, (2)
sitting, and (3) after running in place. Wave patterns resulting
from several conditions are shown in Fig.5.
Fig. 5 shows that the more activities carried out by the body,
the greater the maximum stress achieved for each state. The
pulse pattern obtained from the experimental results follows
the reference [9]. The resulting pulse wave pattern shows that
the higher the activity carried out, the denser of wave pattern
form. The magnitude of the maximum voltage at the same
time and resulting from several conditions can be seen in Fig.
6.
The graph in Fig. 6 shows real-time monitoring of the hu-
man pulse where the highest voltage is obtained at the time of
data collection after running in place. Similar research states
that a person’s pulse varies depending on conditions during
measurement [3]. The value of the voltage obtained is di-
rectly proportional to the activity carried out. The highest
stress value is found in activities after running in place that
is equal to 3.5 V. The frequency of pulses produced from hu-
man activities can be seen in Fig. 7.
The frequency of the human pulse contained in the graph
is the average pulse frequency with a range of frequencies in
each activity that is 60 - 97 beats per minute. The data ob-
tained show that the value of the human pulse according to
the reference is that humans have a pulse that ranges between
60-100 beats per minute [10]. From the two graphs in Fig. 6
and Fig. 7, it can be seen the relationship if the voltage slides
straight with human activity and the pulse frequency.
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FIG. 7: Pulse rate in several activities.
IV. CONCLUSION
The pulse detector is designed using the KY-038 sensor
based on Arduino UNO and LabVIEW. The measurements
were developed by combining the Arduino microcontroller
and LabView to detect a pulse that has a wave pattern. The
results of sensor measurements show that the higher the activ-
ity, the faster the heart rate and has a higher voltage than the
state of inactivity (lying/relaxing). Waves produced in each
state have a different pattern, wherein the state after activity
(running in place) produces a tighter wave pattern than in a
relaxed state which indicates that at the same time producing
faster pulses. The resulting voltage also shows that the value
is directly proportional to the activity carried out. The highest
voltage results of 3.5 V were obtained after running in place.
The voltage value obtained is directly proportional to the ac-
tivity and frequency of the pulse. The frequency of pulses
obtained has a range of 60-97 beats per minute.
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